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A miniature, ultra-high resolution, and color scanning 
microscope using microchannel and solid-state technology 
that does not require focus adjustment. One embodiment 
includes a source of collimated radiant energy for illumi- 
nating a sample, a plurality of narrow angle filters compris- 
ing a microchannel structure to permit the passage of only 
unscattered radiant energy through the microchannels with 
some portion of the radiant energy entering the microchan- 
nels from the sample, a solid-state sensor array attached to 
the microchannel structure, the microchannels being aligned 
with an element of the solid-stale sensor array, that portion 
of the radiant energy entering the microchannels parallel to 
the microchannel walls travels to the sensor element gener- 
ating an electrical signal from which an image is recon- 
structed by an external device, and a moving element for 
movement of the microchannel structure relative to the 
sample. Discloses a method for scanning samples whereby 
the sensor array elements trace parallel paths that are arbi- 
trarily close to the parallel paths traced by other elements of 
the sensor array. 
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MULTIFREQUENCY ULTRA-HIGH 
RESOLUTION MINIATURE SCANNING 
MICROSCOPE USING MICROCHANNEL 
AND SOLID-STATE SENSOR 
TECHNOLOGIES AND METHOD FOR 
SCANNING SAMPLES 

The invention described hereunder was made in the 
performance of work under NASA contract Nos. 20821 and 
20873, and is subject to the provisions of Public Law 
#96-517 (35 U.S.C. 202) in which the Contractor has elected 
to retain title. 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 

The present invention relates to optical instruments and 
methods, and more particularly, to solid-state microscopy. 

2. Description of Related Art 

Conventional microscopes are heavy and need focus 
adjustment. The basic structure of a conventional optical 
microscope includes magnifying lenses and a moveable 
focusing structure. The focus of the microscope is typically 
adjusted each time a sample is loaded. When scientists 
inspect a sample under a conventional microscope, they 
commonly use a low magnification lens first, then change 
lenses for a higher and higher magnification. It is a tedious 
and time-consuming process to place a sample and then 
focus the microscope on the sample, especially when there 
are a lot of samples. 

In addition, the multi-lens microscope is relatively heavy 
for some applications, and the best optical microscope can 
only have a resolution of about one micron due to the 
wavelength of visible fight used to illuminate the sample. 
However, radiant energy in the X-ray range has a wave- 
length that is approximately a thousand times shorter than 
visible fight. Thus, an ultra-high resolution, scanning micro- 
scope using X-ray illumination has the potential of obtaining 
a resolution that is a thousand times finer than the best 
optical microscope. 

X-ray radiation is difficult to focus and previous tech- 
nologies tried to use zone plate techniques, for example, to 
focus the X-rays. This method required a very precise, single 
wavelength X-ray source because zone plate techniques are 
very sensitive to wavelength variations. Further, sub-micron 
resolution with previous technologies required the use of 
relatively large, heavy and expensive equipment that neces- 
sitated sophisticated sample preparation techniques and con- 
trol during examination. 

SUMMARY OF THE INVENTION 

The present invention is directed to several embodiments 
of an ultra-high resolution, color, and polarized scanning 55 
microscope that do not require focus adjustment. This pro- 
vides enhanced image detection through the use incident 
illumination of multiple frequencies as well as polarization 
filters. 

Further, this invention provides sub-micron resolution 60 
while at the same time being less expensive and lighter than 
previous technologies without requiring sophisticated 
sample preparation techniques. While using the device, all 
the information for constructing an image will be available 
in one scanning pass and the choice between a higher or 65 
lower magnification will be determined by a computer 
reconstruction of the microscope output signals. 
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BRIEF DESCRIPTION OF THE DRAWINGS 

The exact nature of this invention will be readily apparent 
from consideration of the following detailed description in 
5 conjunction with the accompanying drawings, wherein: 

FIG. 1 shows a cross-sectional view of a transmissive 
embodiment and the sample optionally surrounded by an 
index matching fluid to reduce surface scattering; 

FIG. 2 shows a cross-sectional view of a reflective 
10 embodiment with a prism and a wave-guide to deliver light 
to the sample also showing the air gap between the 
waveguide and microchannels; 

FIG. 3 a shows a cross-sectional view of a reflective 
embodiment with the solid-state emitters mounted on the 
15 end of the microchannel optical filter near the sample. FIG. 
3 b shows an end-view of a 1-dimensional array of this 
embodiment including the solid-state emitters mounted on 
the end of the microchannels and between adjacent micro- 
channels on the same row. FIG. 3c shows an end-view of a 
20 2-dimensional array of this embodiment including the solid- 
state emitters mounted on the end of the microchannels and 
at a point equidistant from the four neighboring microchan- 
nels; 

FIG. 4 a shows a reflective embodiment built in a scanning 
25 mode with a beam splitting element. FIG. 4 h shows a 
polarizing beam splitting element for use in the reflective 
embodiment; 

FIG. 5 shows a reflective embodiment with a wave-guide 
for conducting radiant energy in the X-ray range to the beam 
30 splitting element; 

FIG. 6 a shows a reflective embodiment built in a scanning 
mode with a beam splitting element and with both the 
emitter and detector element mounted on a single scanning 
stage. FIG. 6b shows a polarizing beam splitting element for 
35 use in the reflective embodiment; 

FIG. 7 shows a reflective embodiment comprising a 
1-dimensional polarizing color microscopes mounted on a 
single scanning stage; 

FIGS. 8 a-Sd show an implementation of the microcban- 
40 nels arranged in both a regular and an off-set row configu- 
ration; 

FIG. 9 shows the method for scanning samples compris- 
ing a “crabbing scan technique” to enable higher resolution. 

FIG. 10 shows the system including the solid-state micro- 
45 scope, collimated radiant energy generation unit, signal 
conditioning and interpretation unit, and image capture and 
display unit. 

DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENTS 

Details of the present invention are explained in reference 
to the attached drawings that are meant not to limit the 
disclosure, but rather to illustrate various features. The 
following description is provided to enable any person 
skilled in the art to make and use the invention and sets forth 
the best modes contemplated by the inventor of carrying out 
his invention. 

FIG. 1 shows a transmissive embodiment of the present 
invention. When highly collimated radiant energy 100, 
denoted hereinafter simply as light, is incident on a sample 
102, some portion of the fight scatters. The scattered light 
104 may spread in all directions while the unscattered light 
106 will follow the original direction of the incident fight. 

The first end of a microchannel optical filter 108, also 
called a narrow angle filter, a microchannel filter, or simply 
microchannels, is placed near the sample 102 to allow some 
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portion of the transmitted light to enter the microchannels 
from the sample. The microchannel filter 108 is composed of 
individual microchannels 110 arranged in a fixed pattern. 
The term microchannel may refer to either an individual 
channel or a collection of channels in a microchannel array 
structure. 

Only unscattered light 106 traveling along a path parallel 
to the long axis of the microchannels will pass through the 
microchannels to reach a corresponding element of the 
solid-state sensor array 112, composed of individual solid- 
state sensor elements 114, which is placed adjacent to and 
aligned with the second end of the microchannel, while 
scattered light 104 traveling in other directions within the 
microchannel is absorbed. Thus, the microchannels define a 
one-to-one mapping from a point on the sample to an 
individual element of the solid-state sensor array. 

An optional intermediate planar layer 118 contains a 
luminescent material for converting fight of higher frequen- 
cies into the detectable range for the solid-state sensor 
elements 114. For example, the luminescent material may be 
phosphorus for converting radiant energy in the X-ray range 
into visible fight for detection by the solid state sensor 
elements. 

The fight from the sample which reaches the solid-state 
sensor array elements generates an electrical signal from 
which an image is reconstructed by an external device such 
as a suitably programmed computer with an image display. 
FIG. 1 also shows the sample optionally surrounded by an 
index matching fluid 116. The index matching fluid has 
approximately the same refractive index as the sample so as 
to reduce the surface scattering of light from the sample. The 
moving element 120 moves the microchannel structure 108 
with the attached sensor array elements 112 allowing a 
scanning of the sample 102. 

FIG. 2 shows a reflective embodiment of the present 
invention, including a wave guide to deliver the fight to the 
sample. Light 100 is directed into a coupling prism 200 that 
couples light to a waye-guide 202 to deliver the light to the 
sample 102. The wave-guide is a planar member of an 
optically conductive material such as a glass plate. The 
space between the glass plate 202 and the sample is filled 
with an index matching fluid 204;, which has approximately 
the same refractive index as the glass plate. Having the same 
refractive index minimizes any impedance mismatch 
between the bottom surface of the glass plate and the index 
matching fluid to permit fight to escape from the bottom 
surface of the glass plate and illuminate the sample and will 
be reflected by the sample. 

There is total internal reflection of the fight in the 
waveguide at the top surface of the glass plate 202 due to a 
thin air gap 206 while on the bottom surface of the glass 
some portion of the light will escape to pass through the 
index matching fluid 204 to illuminate the sample. Some 
portion of the fight reflected from the sample will pass 
through the index matching fluid and glass plate to enter one 
of the microchannels 108 and reach a corresponding element 
114 of the solid-state sensor array 112 to generate an 
electrical signal from which an image is reconstructed by an 
external device. 

Although four microchannels 108 are shown in FIG. 2, 
the actual number and arrangement may be different than 
that shown if the light passing and light absorbing charac- 
teristics are maintained. The microchannel structure is fixed 
to the wave-guide 202 (not shown) as a part of the rigid 
structure of the embodiment. The rigid structure is attached 
to a movable element to effect movement of the microscope 
of this embodiment over a sample. 
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FIG. 3 a shows a cross-sectional view of a reflective 
embodiment using solid-state emitters 300 such as Light 
Emitting Polymers (LEP) or Light Emitting Diodes (LED) 
to illuminate the sample 102. On the end of the microchan- 
s nels 108 near the sample, fight generated by the solid-state 
emitters 300 shines upon the sample. Some portion of this 
light is reflected by the sample surface and enters one end of 
the microchannels 108 through a transparent covering 302. 
This transparent covering protects the solid-state emitter 
10 structure while also supporting conduction wires to power 
the solid-state emitter elements. Only the reflected light that 
is parallel to the channel walls can reach the solid-state 
detector array elements 112 at the opposite end of the 
microchannel optical filter 108 to produce signals from 
15 which an image is reconstructed by an external device. 

FIG. 36 is a cross-sectional view showing the placement 
of a solid-state emitter 300 relative to the location of the 
neighboring microchannels 108 in a 1-dimensional array. 
FIG. 3c is a cross-sectional view showing the placement of 
20 a solid-state emitter 300 relative to the location of several 
neighboring microchannels 108 in a 2-dimensional array. 
The size of a solid-state emitter is smaller than the size of the 
surrounding mounting surface of the microchannel optical 
filter 108 so as to prevent unreflected light from entering the 
25 microchannels at an angle such that this fight may reach the 
solid-state sensor array elements 114. Similarly, for a 1-di- 
mcnsional array, the solid-state emitters would be located 
between the microchannels. 

FIG. 4a shows a reflective embodiment built in a scanning 
30 mode with a beam splitting element. Light 100 is incident 
upon the first side of a beam splitting element 400 that 
allows a portion of the incident light to be directed out a 
second side of the beam splitting element. Some portion of 
the fight from the second side of the beam splitting element 
35 is reflected upon the sample 102 and become reflected by the 
sample surface. A portion of the light reflected by the sample 
surface will then pass through the beam splitting element 
400, entering the second side of the beam splitting element 
and leaving the third side of the beam splitting element on 
40 the side opposite the second side. Some portion of the fight 
leaving the third side of the beam splitting element enters the 
microchannels 108 while only the fight parallel to the 
microchannel walls will reach a corresponding element 114 
of the detector array 112 to produce signals from which an 
45 image is reconstructed by an external device. When this 
reflective embodiment is moved relative to the surface of a 
sample, or the sample is moved relative to this reflective 
embodiment, a scanning image is obtained. By tracing a path 
over the surface of a sample, an image of that surface may 
so be reconstructed. 

FIG. 46 shows a polarizing beam splitting element 402 for 
use in the reflective embodiment. Similar to FIG. 4a, in one 
embodiment of a parallel phase polarized beam splitting 
element, unpolarized light 100 shines on a polarizing beam- 
55 splitter 402, the p-component or parallel phase of the inci- 
dent light passes through while the s-component or perpen- 
dicular phase reflects on the sample 102. 

Alternatively, for a perpendicular phase polarized beam 
splitting element, unpolarized light 100 shines on a polar- 
60 izing beam-splitter 402, the s-component or perpendicular 
phase of the incident light passes through while the p-com- 
ponent or parallel phase reflects on the sample 102. The 
reflected light is then scattered by the sample surface, back 
toward the polarizing beam splitter. If the polarization of the 
65 fight has been changed by reflection of the sample surface, 
the light will be able to pass back through the polarizing 
beam splitter, and enter the microchannels 108 to reach the 
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solid-state detector elements 112 and generate an electrical same time from the same sample. Thus, this instrument will 

signal from which an image is reconstructed by an external provide both a three-color image and a three-color polariz- 

device. ing image in one scan over a sample. 

FIG. 5 shows a reflective embodiment using incident Although three colors have been shown, an instrument 
radiant energy in the X-ray range. In this embodiment, S with as few colors as two or as many colors as is practical 
incident radiant energy 100 in the X-ray range, denoted may be constructed. The wavelength of the associate emitter 
simply as light, is directed by a wave-guide 500 to a beam should preferably be a substantially different wavelength 
splitting element 400 that allows a portion of the incident that is not within the normal variation of wavelength of 

light to be reflected upon the sample 102 and become emitters of the same frequency. Further, although it may be 

reflected by the sample surface. A portion of the light 10 convenient to have a polarizing microscope cell for each 
reflected by the sample surface will then pass through the non-polarized cell, it is not required to be so. Any number of 
beam splitting element 400 and enter the microchannels 108 colors and polarizations may be combined. These micro- 
while only the light parallel to the microchannel walls will scope cells may be arranged in a regular or irregular con- 

reach a phosphorus plug 502, each phosphorus plug corre- figuration in 1 -dimension or 2-dimensions. These rows and 
sponding to an element 114 of the detector array 112. 15 columns may be arranged in a regular, rectangular fashion, 

Only light trayeling parallel to the channel walls will to adapt to a particular sensing array. This instrument may be 
reach the phosphorus plug 502 where the X-ray energy will used to examine relatively rough surfaces because there is 
be converted by the phosphorus into visible light. This no focus adjustment required. If the scanning stage is 
visible light will produce a signal in the corresponding attached to a robot arm, the robot arm may perform a 
element 114 of the detector array 112 to produce signals 20 scanning movement and the weight of this instrument may 
from which an image is reconstructed by an external device. be reduced further. Scanning may be performed in 2-dimen- 
When this reflective embodiment is moved relative to the sions. 

sample surface, or the sample surface is moved relative to For all of the above embodiments, the solid-state detec- 
this reflective embodiment, a scanning image is obtained. By tion elements 114 may be a charge-coupled device (CCD) or 
tracing a path over the surface of a sample, an image of that 25 an active pixel sensor or other device that transforms pho- 
surface may be reconstructed. tonic energy into an electrical signal from which some 

FIG. 6 a shows a reflective embodiment built in a scanning information about the photonic energy may be determined, 
mode with the solid-state emitter element 600 and solid-state These signals are reconstructed into an image by an external 
detector element 114 mounted on a single scanning stage device as shown in FIG. 10. The source of light may be 
602. The solid-state emitter is an illumination source of 30 attached to or separated from the embodiment as shown in 
radiant energy, denoted simply as light, such as a light FIGS. 2 through 7. 

emitting diode (LED) or a light emitting polymer (LEP). Ultra-high resolution is obtained in two ways. First, by 
This illumination source 600 emits light in a narrow range using light with a shorter wavelength, specifically in the 
around wavelength W. The scanning stage 602 is a rigid X-raj^ frequency range from about 3xl0 ls Hz to about 

member providing structural support for the mounting and 35 3x10 Hz, which will allow much finer resolution than 

moving of this embodiment. The illumination element 600 visible light used for illumination with optical microscopes, 
emits light into a wave-guide 604. The light in the wave- For faster imaging, a phosphorous coating layer may be 
guide reflects off an internal reflective surface 606 on the required to produce a reaction to the X-ray photons that have 
inside of the waveguide 604. traveled the length of the microchannel and arrived at the 

The internally reflected light is directed towards a beam- 40 sensor. Thus the phosphorous coating allows the conversion 
splitting element 400 that allows a portion of the internally of energy in the X-ray range' to energy in the visible range, 
reflected light to be reflected upon the sample 102 and The microscope may scan in both (he x and y directions 
become reflected by the sample surface. A portion of the with a step size equal to the diameter of the microchannel. 

sample reflected light then passes through the beam splitting The diameter of the microchannels may be much smaller 

element to enter the microchannel 108 while only the light 45 than the pitch of the image sensors themselves. For example, 
parallel to the microchannel walls will reach the detection for a 1.5-micron pitch sensor element array and 0.5-micron 
element 114 to produce a signal from which an image is diameter microchannels, the scan step will be 0.5-micron at 
reconstructed by an external device. FIG. 6b shows a both x and y directions. The resolution of this microscope 
polarizing beam splitting element 402 for use in the reflec- will equal to the diameter of the microchannel. 
tive embodiment. Similar to the discussion regarding FIG. so In another example, if we want a 0.1-micron resolution, 
46, polarized light is detected. then the diameter of the microchannels will be 0.1-micron, 

FIG. 7 shows a reflective embodiment combining several and the scan step size will also be 0.1-micron. The micro- 
scanning microscopes with both polarized beam splitter channel structure is show in FIGS. 8c and 8 d, the position of 
elements 402 and non-polarized beam splitter elements 400 microchannels of each row shifts down an offset distance 
together on a single scanning stage 602. These scanning 55 equal to the microchannel diameter. The number of columns 
microscopes use a plurality of different solid-state emitters will equal to the pitch of the sensors divided by the micro- 
using different wavelength illumination so that a miniature channel diameter. For example, if the sensor pitch is three 
multi-color microscope is obtained. The operation of the times the microchannel diameter, then to achieve the desired 
individual microscopes is discussed in reference to FIGS. 6 a resolution, we’ll need to have three columns, 
and 6b. 60 In the view of FIG. 9, a second method by which an 

In this present embodiment, there are three different ultra-high resolution image may be obtained is by using of 
wavelengths of illumination shown W1 700, W2 702, and a scanning method denoted a “crabbing scan technique.” In 
W3 704 for the solid-state emitter elements which will allow this technique, a sensing array structure composed of sens- 
a three-color image to be scanned at the same time from the ing elements 910 with an alignment 900 is rotated or yawed 
same sample. Correspondingly, there are three other micro- 65 slightly and angle of yaw 902 from a heading aligned with 
scopes with polarized beam splitter elements 402 which will path of scanning 904 so that array elements 910 will scan 
allow a three-color polarized image to be scanned at the parallel tracks which are arbitrarily close to, and possibly 
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partially or completely overlapping paths scanned by other 
elements in the sensing array. The proximity of the parallel 
scan paths traced by the sensing elements 910 may be 
arbitrarily close to each other by controlling the variable 
angle of rotation for the sensing array structure relative to 
the line of scanning. 

This crabbing technique is intended to allow a regular 
implementation of microchannel and sensor pairs with a 
normal microchannel distance 906 to enable adjacent cells to 
trace a path that is arbitrarily close to a path traced by some 
other element in the sensor array with a reduced microchan- 
nel distance 908. If D906 is the linear distance between 
microchannels, and D908 is the distance between the par- 
allel tracks traced by adjacent microchannels using the 
crabbing scan technique, the distance between these parallel 
tracks is given by D9O6=D9O8*cos(0) where 0 (theta) is the 
angle of yaw 902. This facility comprehends a full or partial 
redundancy that can compensate for failed elements in the 
sensing array structure as well as to allow an external device 
to reconstruct a much finer quality image through the 
collection of multiple, overlapping images of an area of the 
sample. 

For example, using the crabbing scan technique, for a 
1.5-micron pitch sensor element array and 0.5-micron diam- 
eter microchannels as shown in FIGS. 8a and 8 b, the rotation 
required will be cos -1 (0.5/l,5)=70.5 degrees=1.23 Radians. 
Similarly, for a 1.0 micron pitch sensing element array and 
0.5-micron diameter microchannels, to achieve the same 
resolution the rotation required will be only cos _1 (0.5/l .0) 
=60 degrees=1.05 Radians. By extension, a 2-dimensional 
array will have even greater coverage, and the calculation 
for the distance between parallel paths traced by other than 
immediately adjacent scan elements is similarly computed. 

FIG. 10 shows a system for reconstructing the images 
obtained by the microscopes of these embodiments. The 
sensor data is reconstructed by a computer, under the control 
of a computer program, to generate an image. Such a 
computer program will also include both a calibration tech- 
nique to determine which elements are fully functioning, 
which elements are illuminated by different wavelength light 
for color imaging, and a tracking algorithm to compensate 
for jitter in the movement of the sensor array over the 
sample. 

This jitter may be caused by uneven friction between the 
sample surface and the microscope or may be caused by the 
drive mechanism for movement. The tracking algorithm 
relies on markers on the sample that may be naturally 
occurring on the sample itself or artificially created for the 
purpose of tracking and removing jitter in the image caused 
by irregular movement or friction. All embodiments are built 
in a scanning mode so that they may move relative to their 
respective sample. 

The crabbing scan technique illustrates multiple redun- 
dant readings of the same, static image location that would 
then be correlated by a computer program that computes the 
parallel tracks based on the known physical dimensions and 
configuration of the sensor array along with the yaw angle. 
Further, the computer program would also be able to deter- 
mine proper registration, that is orientation of the partially 
overlapping images, both during calibration as well as 
operation, based on the regularity of extracted features in 
these overlapping images or by using artificially placed 
markers on the sample itself. These markers should best be 
placed so that the microscope will have at least one marker 
in view of the sensing array at all times. Hence, the distance 
between the markers, if used, cannot be greater than the 
profile of the sensing array in the direction of traversal. 


It is understood that various other modifications will be 
readily apparent to those skilled in the art without departing 
from the scope and spirit of the invention. Accordingly, it is 
not intended that the scope of the claims appended hereto be 
5 limited to the description set forth herein, but rather that the 
claims be construed as encompassing all the features of the 
patentable novelty that reside in the present invention, 
including all features that would be treated as equivalents 
thereof by those skilled in the art to which this invention 
to pertains. 
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What is claimed is: 

1. A solid-state scanning microscope, comprising: 
a source of collimated radiant energy; 

a plurality of narrow angle filters comprising a micro- 
channel structure to permit the passage of only unscat- 
tered radiant energy through the microchannels, the 
microchannel structure having a first end and a second 
end; 

a solid-state sensing array comprising a plurality of sens- 
ing elements, attached at the first end of the micro- 
channel structure, the sensing elements being sensitive 
to radiant energy, a plurality of the microchannels being 
aligned each to correspond with an individual sensor 
element of the solid-state sensing array; 
a planar member of an optically conductive material 
suitable for conducting radiant energy, the planar mem- 
ber having a first side and a second side, the first side 
of the planar member being placed perpendicular to the 
second end of the microchannel structure and attached 
to the microchannel structure allowing for an air-gap 
between the planar member and the microchannel 
structure; 

an index matching fluid placed adjacent to the second side 
of the planar member, the index matching fluid being 
matched to the index of the planar member, the index 
matching fluid continuously filling the region between 
the surface of a sample and the second side of the 
planar member; and 

a prism placed upon the planar member so as to conduct 
the source of radiant energy operatively into the planar 
member, the radiant energy being reflected by the first 
side and not reflected by the second side of the planar 
member, the radiant energy escaping the second side of 
the planar member to illuminate the surface of the 
sample, some portion of the radiant energy being 
reflected by the sample to enter the microchannels, that 
portion of the radiant energy entering the microchan- 
nels that is parallel to the microchannel walls travels to 
the solid-state sensing elements to generate electrical 
signals that can enable an image to be reconstructed by 
an external device. 

2. The solid-state scanning microscope of claim 1, 
wherein the radiant energy is laser light radiation. 

3. The solid-state scanning microscope of claim 1, 
wherein the radiant energy is visible light radiation. 

4. The solid-state scanning microscope of claim 1, 
wherein the source of radiant energy is a solid-state 

emitter. 

5. A solid-stale scanning microscope, comprising: 

a scanning stage for providing structural support for 
moving the microscope, the scanning stage having a 
first side and a second side; 

a solid-state emitter for radiating energy, the emitter 
having a first side and a second side, the first side of the 
emitter radiating energy, the second side of the emitter 
mounted to the first side of the scanning stage; 
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a waveguide having a first end, a second end, and an 
internally reflective surface, the first end of the 
waveguide being attached to the first side of the solid 
state emitter allowing radiant energy from the solid- 
state emitter to enter into the waveguide to be reflected 5 
by the internally reflective surface, the reflected radiant 
energy exiting at the second end of the waveguide; 
a narrow angle filter comprising a microchannel to permit 
the passage of only unscattered radiant energy through 
the microchannel, the microchannel having a first end to 
and a second end; 

a beam splitting element adjacent to the second end of the 
waveguide and near a sample, the beam splitting ele- 
ment having a first side, a second side, and a third side, 
wherein the first side of the beam splitting element is 15 
perpendicular to the sample and receives the 
reflected radiant energy from the waveguide and 
conducts the radiant energy to exit the second side of 
the beam splitting element, the second side of the 
beam splitting element being adjacent to a sample 20 
and directing a portion of the radiant energy to the 
sample and receiving some portion of the radiant 
energy reflected by the sample, the third side of the 
beam splitting element being opposite the second 
side of the beam splitting element and adjacent to the 25 
second end of the microchannels, the third side of the 
beam splitting element directing some portion of the 
reflected radiant energy to enter the microchannels, 
some portion of the radiant energy being reflected by 
the sample to enter the microchannel; and 30 

a solid-state sensing element having a first side and a 
second side, the sensing element detecting radiant 
energy from the first side, the second side of the sensing 
element mounted to the first side of the scanning stage 
adjacent to the solid state emitter, 35 

wherein that portion of the radiant energy entering the 
microchannel that is parallel to the microchannel 
walls travels to the sensing element to generate an 
electrical signal that can enable an image to be 
reconstructed by an external device. 40 

6. The solid-state scanning microscope of claim 5, 
wherein the beam splitting element has a polarizing filter. 

7. A color solid-state scanning microscope, comprising: 
a scanning stage for providing structural support for 

moving the microscope, the scanning stage having a 45 
first side and a second side; 

a plurality of solid-state emitters for radiating energy, the 
wavelength of radiant energy of a predetermined num- 
ber solid-state emitters is of at least two substantially 
different wavelengths, each emitter having a first side so 
and a second side, the first side of each emitter radiates 
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energy, the second side of each emitter is mounted to 
the first side of the scanning stage; 
a plurality of waveguides, each waveguide having a first 
end, a second end, and an internally reflective surface, 
the first end of each waveguide being attached to the 
first side of a solid stale emitter allowing radiant energy 
from the solid-state emitter to enter into the waveguide 
to be reflected by the internally reflective surface, the 
reflected radiant energy exiting at the second end of the 
waveguide; 

a plurality of narrow angle filters comprising a micro- 
channel structure to permit the passage of only unscat- 
tered radiant energy through the microchannel, the 
microchannel having a first end and a second end; 
a plurality of beam splitting elements, each beam splitting 
element adjacent to the second end of the waveguide 
and near a sample, the beam splitting elements each 
having a first side, a second side, and a third side, 
wherein the first side of each beam splitting element is 
perpendicular to the sample and receives the 
reflected radiant energy from the waveguide and 
conducts the radiant energy to exit the second side of 
the beam splitting element, the secopd side of the 
beam splitting element being adjacent to a sample 
and directing a portion of the radiant energy to the 
sample and receiving some portion of the radiant 
energy reflected by the sample, the third side of the 
beam splitting element being opposite the second 
side of the beam splitting element and adjacent to the 
second end of the microchannels, the third side of the 
beam splitting element directing some portion of the 
reflected radiant energy to enter the microchannels, 
some portion of the radiant energy being reflected by 
the sample to enter the microchannel; and 
a plurality of solid-state sensing elements, each solid-state 
sensing element having a first side and a second side, 
the sensing element detecting radiant energy from the 
first side, the second side of the sensing element 
mounted to the first side of the scanning stage adjacent 
to the solid state emitter, 

wherein that portion of the radiant energy entering the 
microchannel that is parallel to the microchannel 
walls travels to the sensing element to generate an 
electrical signal that can enable an image to be 
reconstructed by an external device. 

8. The color solid-state scanning microscope of claim 7, 
wherein a predetermined number of beam splitting elements 
have a polarizing filter. 

***** 


www.freepatentsonline.com 



